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Jessica Lee 

Assistant District Attorney, Suffolk County 
Dear Ms. Lee, 

Enclosed is the information you requested. Included are copies of the following: 


1. Drug Analysis Laboratory Receipt. 

2. Control Cards with analytical results for sample #’ 


3. Analysis sheets with chemist’s hand notations and test results. 


4. 


GC/MS analytical data for sample #’s 



GC/MS testing was performed by Nicole Medina. All other analyses were performed by 
Kate Corbett. If you have any questions about these materials, please call me at the 
number below. 



Drug Analysis Lab 
Jamaica Plain, MA. 02130 
(617) 983-6632 


Corbett email PRR 006463 










To be completed by ECU personnel only 


Name and Rank of Submitting Officer 



Received by 




BPD Form G038-B!S-0907 (prev. 1753) 


ECU Control # 


Corbett email PRR 006464 







No. 


Date Analyzed; 


City; Boston D.C.U. Police Dept. 
Officer: P.O. SYBIL WHiTE 
Def: 

Amount: 

No. Cont: 3 Cont: pb 

Date Rec'd: 08/31/2011 
Gross Wt.: 4.94 


P,^.QqQXx^ Findings: CoOUQ-e 


Oi-SOA3- 

Subst: SUB 

I 

No. Analyzed: 

Net Weight 
# Tests 


O■ 20 a 


xnr 

aweA 


No,I 


Date Analyzed: 


City: Boston D.C.U. Police Dept. 
Officer: P.O. SYBIL WHITE 
Def: | 


Oi-Qj-CMc^ 


Amount: 
No. Cont: 


6 Cont: pb 


Subst: SUB 


Date Rec'd. 08/31/2011 
Gross Wt: 7.42 



No. Analyzed: \ 

Net Weight:^). ^> ( C\ 
#Testsr-\ \ * U 


Findings: CoCCXtne 


City: Boston D.C.U. Police Dept. 
Officer: P.O. SYBIL WHITE 

Amount: 

No. Cont: 1 Cont: pb 

Date Rec'd: 08/31/2011 
Gross Wt: 4.41 


Date Analyzed: 

Ol-SiO-A^. 



Subst: SUB 
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PRELIMINARY TESTS 
Spot Tests 

,v\i" -v vm 

Marquis __ 

Froehde's____ 

Mecke's — 


PRELIMINARY TEST RESULTS 


RESULTS 



DATE 















Area Percent / Library Search Report 


Information from Data File; 


Fi1e Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\msdchem\l\System7\01_19_12\8l3975.D 

NEM 

20 Jan 2012 4 : 04 

BLANK 


DRUGS,M 
RTE 


/ P.?' ™ 

2.-I7W1 



Time-> 2.00 3.00 4.00 5.00_6,00_ 7.00 8.00 9.00 10.00 11.00 12^00 


Ret. Time 


Area Area % Ratio % 


* * *NO INTEGRATED PEAKS*** 


813975.D 


Fri Feb 17 08:38:46 2012 


Page 1 
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Area Percent / Library Search Report 


Information from 

Data File: 

File Name : 

C:\msdchem\l\System7\01 19 12\813976.D 

Operator : 

NEW 

Date Acquired : 

20 Jan 2012 4:19 

Sample Name : 

COCAINE STD 

Submitted by : 

Vial Number : 

5 

AcquisitionMeth: 

DRUGS.M 

Integrator : 

RTE 


Abundance 

1000000 


4.670 


TIC: 813976.D\data.ms 


500000 


0 i— 7— 1 —T— r— T-1-1-1-1-1-1-1-1- At -1-1-t-1-1-|-r—T T T T T"' 1' I I I i 1 l ! I I 

Time~> 2.00 3.00 4.00 5.00 6.00 7.00 8,00 9.00 


1 t ' 1 < '.1.V"T~r—-y-j-T-T-V-T 

10.00_IITiQ_12.00 


Ret, Time 

Area 

Area % 

Ratio % 

4.670 

1152558 

100.00 

100.00 


813976.D Fri Feb 17 08:38:50 2012 Page 1 
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Area Percent / Library Search Report 


Information from Data File: 

File Name : C:\msdchem\l\System7\01_19_12\813976.D 

Operator : NEM 

Date Acquired : 20 Jan 2012 4:19 

Sample Name : COCAINE STD 

Submitted by : 

vial Number : 5 

AcquisitionMeth; DRUGS.M 

Integrator i RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NlST05a.L Minimum Quality; 80 

C:\Database\PMW_TOX2.L 

PK# RT Library/ID CAS# Qual 


l 4,67 C:\Database\SLl.L 

COCAINE 000050-36-2 99 


Abundance Average of 4.633 to 4.834 min.. 813976.D\data,ms (-) 



m/z-> 40 60 80 100 120 140 160 180_200 220 240 260 .280 300 


Abundance #29: COCAINE 



813976.D Fri Feb 17 08:38:51 2012 Page 2 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\msdchem\l\System7\01_19_12\813977,D 
NEM 

20 Jan 2012 4 : 35 

BLANK 
KAC 
2 

DRUGS . M 
RTE 


Abundance TIC: 813977,D\data.ms 



Ret, Time 


Area Area % Ratio % 


***NO INTEGRATED PEAKS*** 


813977.D Fri Feb 17 08:38:55 2012 


Page 1 


Corbett email PRR 006472 




Area Percent / Library Search Report 


Information from Data File: 

File Name : C:\msdchem\l\System7\01_19_12\813978.D 

Operator : NEM 

Date Acquired : 20 Jan 2012 4:50 

Sample Name : IHBBBWWW3I 

Submitted by : KAC 

Vial Number : 78 

AcquisitionMeth: DRUGS.M 

Integrator : RTE 


Abundance TIC: 813978.D\data.ms 


1500000 


1000000 


500000 

0 "f—!—1— 

T!me-> 2.00 3.00 4.00 5.00 6.00 7.00 8.00_9. 0 0 10.00 11.00 12.00 


Ret. Time 

Area 

Area % 

Ratio % 

3.849 

126546 

5.05 

5.32 

4.675 

2379318 

94,95 

10.0.00 



813978.D Fri Feb 17 08:38:59 2012 


Page l 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\msdchem\l\System?\01_19_12\813 978.D 
NEM 

20 Jan 2012 4:50 


KAC 

78 

DRUGS.M 
RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW_TOX2.L 


PK# RT Library/ID 


CAS# Qual 


1 3.85 C:\Database\NIST05a.L 

Imidazo[2,1-b]thiazole, 2,3,5,6-tet 006649-23-6 97 
Imidazo[2,1-b]thiazole, 2,3,5,6-tet 006649-23-6 96 
Imidazo[2,1-b]thiazole, 2,3,5,6-tet 014769-73-4 96 



813978.D Fri Feb 17 08:38:59 2012 


Page 2 
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Area Percent / Library Search Report 



Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 


C: \msdchem\l\System7\01__19__12\813978 ,D 
NEM 

20 Jan 2012 4:50 



78 


AcquisitionMeth: DRUGS,M 
Integrator : RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW_T0X2.L 

PKff RT Library/ID CAS# Qual 


2 4,68 C:\Database\SLl.L 

COCAINE 000050-36-2 99 




813978.D Fri Feb 17 08:39:00 2012 Page 3 
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Area Percent / Library Search Report 


Information from Data Pile: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\msdchem\l\System7\01_19_12\813979.D 
NEM 

20 Jan 2012 5:06 

BLANK 
KAC 
2 

DRUGS.M 
RTE 


Abundance TIC: 813979.D\da1a.ms 



Time-> 2.00 3.00 4.00 5.00 6.00 7.C0_8.0 0 9.00 10.00 11.00 12.00 


Ret. Time 


Area Area % Ratio % 


***NO INTEGRATED PEAKS*** 


813979,D 


Fri Feb 17 08:39:04 2012 


Page 1 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\msdchem\l\System7\01_19_12\813980.D 

NEM 

20 Jan 2012 5:21 

80 

DRUGS . M 
RTE 


Abundance 

2000000 

1500000 

ioooooo; 

500000 

O^j-r 

Time~> 2.00 


4.$75 


’ T T" r 

3.00 


3.849 


-7—-r T —,"- 

4.00 


5.00 


TIC: 813980.D\data.ms 


6.00 7.00 8.00_9.00 10.00 11.00 12.00 


Ret. Time 

Area 

Area % 

Ratio % 

3 . 849 

231440 

7.72 

8.37 

4.675 

2766096 

92.28 

100.00 


813980.D Fri Feb 17 08:39:09 2012 


Page l 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C: \msdchem\l\System7\0l_jL9_12\813 98 0 ,D 
NEM 

20 Jan 2012 5:21 


KAC 

80 

DRUGS.M 
RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW_TOX2.L 


PK# 

RT 

Library/ID 


CAS# 

Qual 

1 

3.85 

C:\Database\NISTG5a.L 






Imidazo[2,1-b]thiazole, 

2,3,5,6-tet 

014769-73-4 

98 



Imidazo[2,1-b]thiazole, 

2,3,5,6-tet 

014769-73-4 

98 



Imidazo[2,1-b]thiazole, 

2,3,5,6-tet 

006649-23-6 

98 


Abundance 


m/z~> 




813980.D Fri Feb 17 08:39:09 2012 


Page 2 
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Area Percent / Library Search Report 


Information from Data File: 

Pile Name : C:\msdchem\l\System7\01_19_12\813980.D 

Operator : NEM 

Date Acquired : 2^Jar^^^l2 5:21 

Sample Name : 

Submitted by : 

Vial Number : 80 

AcquisitionMeth: DRUGS.M 
Integrator : RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMWJTOX2.L 

PK# RT Library/ID CAS# Qual 


2 4.68 C:\Database\SLI.L 

COCAINE 000050-36-2 99 




813980.D Fri Feb 17 08:39:10 2012 Page 3 
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Area Percent / Library Search Report 


Information from 

Data File: 

File Name : 

C:\msdchem\l\System7\01 19 12\813981.D 

Operator : 

NEM 

Date Acquired : 

20 Jan 2012 5:37 

Sample Name : 

BLANK 

Submitted by : 

KAC 

Vial Number : 

2 

AcquisitionMeth: 

DRUGS.M 

Integrator : 

RTE 


Abundance TIC: 813981.D\data.ms 



Ret. Time 


Area Area % Ratio % 


***N0 INTEGRATED PEAKS*** 


813981.D Fri Feb 17 08:39:16 2012 


Page l 
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Area Percent / Library Search Report 


Information from Data File; 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\msdchem\l\System7\01_19_12\813982.D 

NEM 

20 Jan 2012 5:52 


KAC 

82 

DRUGS.M 
RTE 


A Wd$fdi 


4.$70 


TIC: 813982.D\dala.ms 


1500000 

1000000 

500000 

0^T-T 

Time-> 2,00 


3.849 


T"T'" T '" r 

I—A"| w, t— i—r^i—|—r~i- 

-n-j-rrrrjTT 

' 1 , r y 

-r-rp-r 

—I—T- T“T—1—i—i—i—i—|—i—i—i—i— 

3.00 

4.00 5.00 

6.00 7.00 

8.00 

9.00 

10.00 11.00 12.00 


Ret. Time 

Area 

Area % 

Ratio % 

3.849 

139967 

5.71 

6.06 

4.670 

2311375 

94.29 

100.00 


813982.D Fri Feb 17 08:39:20 2012 


Page 1 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\msdchem\l\System7\0l_l9_l2\8l3982.D 

NEM 

20 Jan 2012 5 : 52 


82 

DRUGS.M 
RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW TOX2.L 


PK# RT Library/ID 


CAS# Qual 


1 3,85 C:\Database\NlST05a.L 

Imidazo[2,l~b]thiazole, 2,3,5,6-tet 006649-23-6 98 
Imidazo[2,1-b]thiazole, 2,3,5,6-tet 006649-23-6 97 
Imidazo[2,1-b]thiazole, 2,3,5,6-tet 014769-73-4 96 



Abundance 


80 


60 


40 


20 




51 


40 50 


#59443: lmidazot2,1 -b]thlazo!e, 2,3,5,6-(etrahydro-6-phenyl- 

148 


73 


63 

-qnV-ry! 

60 70 


101 


89 

*81 j,| 

‘ ’I 1 1 1 i 'j ' 1 ' 

80 90 


127 


108 


117 


K4 


, 135 

- ' "l 


264 


„ 176 

157 167 | 185 i 

' i i 1 > i f i | m q-rnrpmft 


100 110 120 130 140 150 160 170 180 190 200 


813982.D Fri Feb 17 08:39:21 2012 


Page 2 
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Area Percent / Library Search Report 


Information from Data File: 

File Name : C:\msdchem\l\System7\01_19__12\813982.D 

Operator : NEM 

Date Acquired : 5:52 

Sample Name : 

Submitted by : KAC 

Vial Number : 82 

AcquisitionMeth: DRUGS.M 
Integrator : RTE 


Search Libraries: C:\Database\SLI.L 

C:\Database\NIST05a.L 
C:\Database\PMW_T0X2.L 

PK# RT Library/ID CAS# Qual 


2 4.67 C:\Database\SLI.L 

COCAINE 000050-36-2 99 


Minimum Quality: 80 
Minimum Quality: 80 




813982.D Fri Feb 17 08:39:22 2012 


Page 3 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\msdchem\l\System7\01 19 12\813996.D 
NEM 

20 Jan 2012 9:30 

BLANK 


DRUGS.M 
RTE 



Ret. Time 


Area Area % Ratio % 


** *NO INTEGRATED PEAKS*** 


813996.D Fri Feb 17 08:39:34 2012 


Page l 


Corbett email PRR 006484 






Area Percent / Library Search Report 


Information from 
File Name : 
Operator ; 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth: 
Integrator : 


Data File: 

C: \msdchem\l\System7\01_19_12\813997.D 
NEM 

20 Jan 2012 9:46 

COCAINE STD 

5 

DRUGS.M 
RTE 


Abundance 

TIC: 813997.D\data ms 


4.( 

i70 

1000000 



500000 



n 



Time-> 2.00 3.00 4.00 

1 1 1 1 1 1 l ' 1 ' * f i i j... y—| f— t' "j , | 1 r r-T-j—i—r-T—r-y-T—r t i | r~r i-r— 

5.00 6.00 7.00 8.00_ 9.00 10.00 11.00 12.00 

Ret, Time 

Area Area % Ratio % 

4.670 

1228609 '100.00 100.00 


813997 .D 


Fri Feb 17 08:39:38 2012 


Page 1 
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Area Percent / Library Search Report 


Information from Data File: 

File Name : C:\msdchem\l\System7\01_19_12\813997.D 

Operator : NEM 

Date Acquired : 20 Jan 2012 9:46 

Sample Name : COCAINE STD 

Submitted by : 

Vial Number : 5 

AcquisitionMeth: DRUGS.M 
Integrator : RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW_TOX2.L 

PK# RT Library/ID CAS# Qual 


1 4,67 C:\Database\SLI.L 

COCAINE 000050-36-2 99 




813997.D Fri Feb 17 08:39:39 2012 


Page 2 
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